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This instruction manual is intended to assist the user for safe and efficient
operation of the automatic digital blood pressure monitor (hereinafter:
device) model LD-752. The device must be used in accordance with the
procedures described in the manual. It is important to read and
understand the entire manual, especially the section <Tips on taking
blood pressure measurements>.

This device is intended for the non-invasive measurement of systolic and
diastolic arterial blood pressure and pulse rate in adults (age 15 and above).

5. Repeated measurements with an interval of 3 minutes are recommended,
so you can calculate the average to get a more accurate measurement.
Atherosclerosis patients may require longer interval (10-15minutes) as
elasticity of patient's vessels decreases significantly with the disease.
10-15minutes interval is also applicable for patients suffering from diabetes
for a long period of time.

1. Open the battery cover and install two ‘AAA’ type
batteries into the battery compartment as indicated.
Make sure that the polarity is correct as in Fig1;

2. Close the battery compartment cover. —
e Replace the batteries when the replacement indication Fig.1

“ <3 ” appears in the display or nothing after ‘(})’ button is pressed;

e Batteries in this kit are intended to check work capacity of the device and
the life-span of the batteries can be shorter than the recommended;

e Use RO3, LRO3 or AAA alkaline batteries, do not use rechargeable battery;
e Only same type batteries are allowed to use together. Replace all batteries
simultaneously;

o If the device is to be unused for long time, please take out the batteries;
e Don'’t leave the worn batteries in the device.

5.The pump stops inflating and the pressure begins to
decrease gradually, during which the user’s blood

pressure and pulse will be calculated as in Fig.8; e (TN
6.The air in the wrist cuff will deflate quickly and the 'gu
blood pressure reading, pulse reading will show in the -
display. Then the icon ‘M1mM2’ will flash to remind the Fig.8
user to record the reading as in Fig9; war n
7.Press button ‘M1’ or button ‘M2’ to record the reading | ™ "* wu
in the corresponding memory. Moreover the measure- | _ n
ment time will be displayed on the screen alternately 'B‘,'-, 1]
as in Fig.10. If the user does not press button, the o
reading won't record; Fig.9

8.Press the button * ()’ to turn off the device. Please rest
for at least 3 minutes prior to another measurement. If
the power supply is not switched off and the device is
unused for 3 minutes, the device will be switched off =Bﬁ

=
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Mode LD-752 digital blood pressure monitor provides a blood pressure
and pulse rate measurement even when an irregular heartbeat occurs.
When the device detects the irregular heartbeat or any excessive body
movement during measurement, the ‘w’ icon will display in the LCD. It
is important that you are relaxed, remain still and do not talk during

measurement.

Note: We recommend contacting your physician if
you see this‘ w’indicator frequently
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INDICATION

POSSIBLE REASON

CORRECTION METHODS
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automatically with voice prompt. L5}

Fig.10
AUTOMATIC INFLATION
There are 4 given levels of inflation pressure for this device: 190mmHg,
230mmHg, 270mmHg and 300mmHg. When 190mmHg is not enough
or movement of wrist occurs, the device will automatically inflate to
reasonable pressure level to ensure a successful measurement. It is
not a fault.

Err

The wrist cuff is put on
wrongly.

Arm/hand  movement  or
talking  occurred  during
measurement.

Make sure that the wrist cuff is
put on correctly and repeat the
measurement.

Entirely follow the recommenda-
tions in this manual and repeat
the measurement.

WARNING

* Do not modify this equipment without authorization of the manufacturer.

« All major maintains on the device must be performed by an authorized service
center or distributor. No use-serviceable parts inside, before servicing to
authorized representative or manufacturer!

DECLARATION

When technical information for user requirements is not in the scope of
confidentiality of the Company, the Company committed to provide information
disclosure in accordance with procedure, including circuit diagrams and parts
lists, and other related type technology information that do not involve commer-
cial secrets may be disclosed. Access to information channels and procedures,
please contact your dealer or manufacturer.

Model LD-752

Size 66(L)x70(W) x30(H)mm

Weight Approximately 110g without batteries
Measuring method Oscillometry

Extreme Pressure 300mmHg

The batteries are weak

Replace all 2 batteries with
new ones

40 to 260 mmHg (blood pressure)

Measuring range 40 to 160 beats/minute (pulse rate)

+3mmHg for static pressure

OTOMATIK BILEKTEN OLGCER
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KULLANIM KILAVUZU
MODEL:HBD-01
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- HAFIZA GORUNTULEME
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8 -DSO YE GORE TANSIYON SINIFLANDIRMA

9 -DUZENSIZ KALP ATIS GOSTERGESI

10-HATA VE DUSUK PIL BILGISI
11-BAKIM,MUHAFAZA TAMIR VE GERI DONUSUM
12 -HATALAR

13 -GARANTI

14-OZELLIKLER

GENEL

Bu kullanim kilavuzu,dijital tansiyon aleti olan

HBD-01 nasil kullanilacagini géstermek icin hazirlanmigtir
bu cihaz kullanim kilavuzunda belirtildigi gibi kullaniimalidir
cihaz 15 yas Ustu yetiskinlerin buyuk ve klguk tansiyonu ile
nabiz degerlerini lgmek igin kullanilir tansiyon dlgmek icin
tansiyon élgme ipuglari kismina bakiniz eger ¢cocuklarda
yada ciddi rahatsizligi olan yetiskinlerde

Olgim yapilacaksa doktora bagvurun.

Calisma Prensibi

Cihaz fuzzy algoritma metodu ile 6lgim yapar kola takilan
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1. Main Body @ PRINCIPLE OF OPERATION Measuring accuracy 15% of the reading for the pulse rate i i i i
. ® This device adopts the oscillometric technology with Fuzzy Algorithm to Sit at the table and let the table support your arm RAPID DEFLATION DURING MEASUREMENT : — ° P ® Kilif Otomat!k o'..arak siser bell SeVIYeye ulastiktan Sorlra .
2. Display measure the arterial blood pressure and pulse rate. The cuff is wrapped 25 vou take the measurement as in Fia2. or vou If you do not feel well during measurement or want to stop the measure- Inflation Automatic by the pump kilif otomatik sénmeye baslar bu sénme esnasinda viicuttaki
3. Button ‘() ' ® around the arm and automatically inflated by the air pump. The sensor of Y ) 92, or yo ment for some reason, you can press the ‘()" button. The device will Rapid deflation Automatic electronic valve ® kan basincini 6lgerek tansiyon ve nabizi belirler sonuglari
® ) / . can use arm pillow to support your arm as in Fig3. ickl I the air i ist cuff and the devi il b t d t [©)
4 Button ‘M1’ the device catches weak fluctuation of the pressure in the cuff produced Make sure that the wrist is at approximately the quickly release the air in wrist cuff and the device will be returned to Batteries Optional component , 2’AAA x1.5V ® dijital olarak ekrana yansitir .
5B M2 by extension and cor_1traction of the artery of the arm in response to each same level as the heart. and that the forearm is standby mode. 1. It's necessary to protect this device against high moisture, direct Operation temperature and +10°C to + 40°C, 85% and below Onemli:Cihaz dogru sicaklik yada nem orani olan bir yerde
. Button ® heartbeat. The amplitude of the pressure waves is measured, converted extended naturall with’ alm Ub on the table. Wra sunlight, shock, solvent, alcohol and gasoline. humidity, air pressure 700hPa to 1060hPa haf: dilmedi dodru dlcii bili Kl
6. Batteries (Optional) in millimeters of the mercury column, and is displayed by digital value. ; Y P P - P 2. Remove the batteries if the device is being stored for a long time, and ® muhataza ediimediyse dogru olcum yapmayabllir saklama
® . Thi B : P the wrist cuff around the left wrist as shown in the ) ) ’ Transport and storage temperature | -20°C to + 50°C, 85% and below kosullari icin dzellikler kismina bakin
7. Arm Pillow/Storage Case Important: This device can not provide reasonable accuracy if used attached to the wrist securely with display facin MEMORY RECALL keep the batteries far away from children. and humidity, air pressure 500hPa to 1060hPa $ ¢ )
or stored in the temperature or humidity beyond the range stated in Y play tacing : ) ) w1 3. Keep the wrist cuff away from sharp objects and don't extend or twist - — © Uyar:CIHAZI DISARIDA KULLANMAYINIZ.
8. Battery cover the section <SPECIFICATIONS> of this manual. the user. If your sleeve restricts blood circulation of 1.The device can store 90 sets of readings respectively L | u the wrist cuff. Cuff size Applicable for wrist circumference 12.5~20.5 cm | N
9. Wrist cuff CAUTION: DO NOT USE THE DEVICE OUTDOORS your wrist, you roll your sleeve up so as to release in ‘M1 and ‘M2, and will automatically calculate the | _ "y 4. Use only soft and dry cloth to clean the device. _ Main body, wrist cuff, 2<AAA batteries(optional), Kullanilan Yeni Teknoloji
in such restriction. Please take off your clothes to average value of the latest 3 readings for ‘M1" and | "an gy ¢ 5. The wrist cuff is sensitive and must be handled with care. You can Complete kit instruction manua, gift box, warranty card, Cihazda yiiksek dogruluk oant ile dlctim sonucunu
NEW TECHNOLOGIES USED get accurate measurement if necessary. If M2'. When the memory is full (90 sets of readings are Fig 11 clean the wrist cuff cover with damp cloth. 9 belirleyebilen fuzzy algoritma teknolojisi kullanilmistir
Fuzzy Algorithm is the processing algorithm, taking into account the measurement on your left wrist is difficult, you can store(é), t29 old_estthreadlng will ?Ie f"imlaced by a new : WARNING: Under no circumstances may you wash the inner bladder! Pollution Degrees Degrees 2 yazilim versiyonu : V1.1
specialty of individual heartbeats, which provides higher accuracy of use right wrist for measurement. g%‘zwe?anggE,'i’; re?n?\?ggc-)ry will not clear away even — 6. Since neither the device nor batteries are household waste, follow your Overvoltage category Category Il
measurement. ; b local recycling rules and dispose them at an appropriate collection site. - - i SiYON OLCUMU i 1
: ‘s fini ice | High Altitud < ISARETLER TANSIYON OLGUMUNDE iPUGLAR
Software version: V1.1 Z'Z\t/;‘[i;‘ t?ymter:esL:Jrse}eTecr:nlspfrI:ésshzﬂtgntT/l 1‘1,9(‘)’:_0?'\/;;, ‘ig 7. Do not open the device or delicate electrical components as an intricate igh Alttudes (m) <2000m S
' v Y air unit could be damaged. If you can not fix the problem using the : 1.Tansiyon degerleri birgok duruma gére farkllik gésterebilir
: recall memory. Press button ‘M1’ or ‘M2’, the display | & ¢ i : f isaretler Aciklama T . ) L2 ’
Symbols Meaning The function provides accurate measuring time for each measurement. To will show the average value of the latest 3 readings as 8 tc;céﬂzlfjromn?e?sgﬁfg'hgaisetﬁiq;:\?cznwfigtrggney\f;ur %ea(_lgr's s Tansiyon degerleri yaz aylarinda dusuk kis aylarinda
Manut 1. It is necessary to know that arterial blood pressure is subjected to sharp get an accurate date and time, the user should preset the date and time in Fig.11 @ o ensurg"proper function accurgcy and safety Slease congct ;)//our HONSUN (NANTONG) Co,, Ltd. . ) M Uretici yuksek cikabilir ayrica tansiyon degerleri atmosfer basinci,
anufacturer fluctuations. The level of the arterial blood pressure depends on many correctly before the first use of this device. 3.Press again, the display will show ‘01’, which means T3] dealer for maintenance. . ﬁddre's\ls: l\tlo.s,(':l'cling}mg Roag,';g(m?\lr;\uc&Techmcal Development fiziksel hareketler stres,ilag kullanmaalkol,sigara gibi
. . N . . X B . . . N w . rea, Nantong City, Jiangsu, P.R. ’ . ~ i ’ )
ot et e | 2crs. Goneraly el o presur e over 1 surmer a1 i Thecpertion procecr for preseing DteTie 35 olows: e st resing, ien s to ncier seen o |, { ] WARNING ool gl deice it mnfcrer'satorzatn. [T Sp—— nedenlerden doay elienebilr hasianede yapian dgtmier
: 1.When the device is connected to power supply at o s e 9. Do not serve or maintain the cuff when in use with patient. Importer: EC etkill Avrupa femsilcisi Blcii 5 (] ili & i
REP community affected considerably by many factors, e.g. physical loads, emotional ) ) ; 0 POVe PPy e 4.Press again, the display will show ‘02’, which means |=e ] P P : ’ " . evde yapilan 6lgtimlere gore daha ylksek ¢ikabilir dogru bir
e L PN . first, the display will show as in Fig.4; = : %] Hinkar Ecza ve Medikal San.Tic.Ltd.Sti. ... PSP <
y 9 a {
excitability, stress, meals, etc. Medicines, Drinking, smoking affect greatly =k the seconds to the latest reading. o L Akcesme M.2019 Sok.No5 B: 6letim igin 6lcimln oda sicakliginda (20 C) yapilmasi
Symbol for the marking of electrical and electron- the level of an individual's blood pressure. When blood pressure is ) o %g Fig.12 M gk§ fendi / DENIZLI / TURKIYE — C € 0123 : tavsiye edilir eger bu cihaz diislk sicakliktaki bir ortamda
ics devices according to Directive 2002/96/EC. measured in hospita, the value is always higher than that at home. The ~“P"ess andiiold the bution M1, inen press fhe button | gy MEMORY CLEARANCE 1490 256 3 : ZO02I9GIEC Elekiromk Aletler saklandi ise dlgiim yapmadan 6nce 1 saat oda sicakliginda
to be disposed of waste correctly at the end of patients, which is known as ‘white coat effect’ medically. Blood pressure will Fig.4 on stand b ‘M1’ or ‘M2’ . s wi . ) SUUPe K '
h ) - Yo N y, hold down button ‘M1’ or ‘M2’ for at least 5 The batteries have run down. | Replace all the batteries with . i . < . .. = ; x ;
_— the usage. Please follow Local Ordinances or raise in low temperature, so it is better to take blood pressure measurement 3.Press button ‘M1’,0r ‘M2 ‘tol S}Jbtract or add th.e TE seconds, the display will show ‘CLR’ which means the r No display after resh . Rapiace ¢ . www.nimo.com.tr Revz:NAN221116 — zgg;aatillrrigsvleygzg?::f:mhasI Tansiyon degerlelll ya§|are'1 gore f?rkllllll( go.stc.arlr.a§ag|dakl
Regulations for disposal. in room temperature(approximately 20°C), If this device was stored in low number, and press button * () ’ for confirmation; stored reading for ‘M1’ or ‘M2’ are removed as in Fig.13. LLr installing the The polarity of installed batteries| Install the batteries correctly. v | vénetimlere b tabloda yaslara gore tansiyon degerleri belirtilmigtir.
temperature ,it is necessary to leave it in room temperature for at least 1 batteries. 1 wrong. ; i i¢in yeret yonetimiere basvurun. B Prasce
p! > ry ) p! L Fig.13 The contact of battery| Clean the battery terminals with -
c € CE marking in conformity with EC hour, otherwise the measurement can be inaccurate. Blood pressure does 4.When the year setup is finished, the month number : compartment is polluted. dry cloth. 93/42/EEC Yo -
0123 = vary with age and individuals, and it is recommended to write down the will flash automatically. Please follow the same — 12 onergesi
directive 93/42/EEC (rjeactlingts 2’031 bltooﬂ ;:rlessg‘re recclarbdls ddaily, then you can checl;"v]:/ith your instruction as above to set month, date and time; Fios Inflation stops 12§uri:;tgo”pggmg;ﬂ;}'rzrr‘nerfgr Fﬁ:&#})ﬂlﬂmlc C€o123 uyarinca CE isaretlemesi
- octor to find out what is a “normal blood pressure measurement” for you. . and re-inflates | __ ) ) ]
TA Keep dry = 5. Press button ‘()" to finish the setup. If you want to change the date and ﬁﬁaa';,f'.?:J;’Liif.ezﬁgf,ﬁtsﬁiﬂ'ﬁ;‘, 3;;‘:;’; ﬂ::l‘:hpgézl‘:l’i‘;; :fg:(:’v‘"ﬁzs) later. Did you talk or move your arm | Keep auiet and sient during the 7. Islatmayiniz
time, please repeat procedure 2,3,4. as show in the chart as below: - i
fane : The reading is Is the wrist cuff at the same Make sure that your posture is
Annotation: . . . . 5 extremely Igw or |level as the heart? right. Kullanim igin belgeleri
[:E_] Attention, consult accompanying documents When under the mode of Date/Time setting without any operation, the T . high. Is the wrist cuff wrapped right? | Wrap the wrist cuff correctly. okuyunuz
device will automatically return to standby mode after one minute. < b= r = — Severe Hypertension E;?}g;)gﬁ;egnrgggsrjgpngﬂ Relax during measurement
5 (moderate) Moderate Hypertension ! g - o PlL YERLE TlRME
ﬂ Type BF Applied Part g (mild) . Mild Hypertension Did you talk or move your arm | Keep quiet and silent during BF Tipi pargalar S
) . ) £ i — High- | Pulse rate is too | (or hand) during measure- the measurement. 1- Pil yeri kapagini agin 2 adet AA tipi pilleri kutuplarina gore
The illustration is from British Hypertension 1.Wrap the wrist cuff around your left wrist. See < CORRECT POSTURE : :gh n::rmal = Nlogrmzrrma low or 106 high. g%m? o . e erle;t’irin Sepki|g1 ¢ prp p g
0) Stand by 2. Take measurement under doctor’s instruction for patients with FOR MEASUREMENT>. z o N _ (or hand) during measurement? | the measuroment. G Bekleme modu yere "
cardio-vascular diseases. Under no circumstances should you alter the 2.Before the measurement, take 3~5 times deep breathe and relax 2 Optimal e T— P p— 2- Pil kapagini k?p“atln“.w |
dosages o any drugs prescribed by yourdoclorl '\ 0ureq Dot el or move your o batores are | Al S ez ene | Takemeasutoment sl ICINDEKILER - Ekranda’ = gérlindiiglinde yada O tusuna
gl.'eAn(i(a:ltJL:?éeerZfS:trreig?el‘?grﬁ{a?ilé))r?da?rfr?ss;lee:E:i); b:ygg?feﬂhls?oirrg?gg;nt?s' 3.Press button * O", Screen display the current time date as in Fig 6. epr e et run down soon. Faulty batteries are used mr;u;ﬁ(séline batteries of baStIQInIZda cihaz agllmlyorsa piIIeri degi§ti fin.
s . s : : . . . 4 =GENEL === === === m i m e m oo _Pi : f P
pregnancy nephropathy , weak pulse, or in patients with obvious fluctuation 4.Pressdbut‘EIc_)rr]1 L‘)O agHa|r] ar,}ld all symbolshW|II appearPon d'sg"a%’ in 2 The indicator display a segment, based on the current data, known manufacturers. = GALISMA PRENSIBI -~~~ == === == <o Piller Clh_az"_] calisma k?_pas_l_tesml kontrol ‘?qer 0
1.GENERAL ==~ - - --------mmm oo s m s 2 of heart contraction rhythm. Please consult a qualified physician to interpret seconds. Then ‘0 mmHg’ will appear on the screen. Pump begins to corresponding to the WHO classification. - KULLANILAN YENI TEKNOLOJI - ----- - nedenle pillerin kullanim émrii daha az olabilir. )
- PRINCIPLE OF OPERATION ~ ===~~~ -~~~ 2 your blood pressure readings. inflate W|th_"d|splahy1 Es)gowmg the _re";]_dn'n?g. of pressure. Generally the For example, if your blood press is 145mmHg (systolic pressure), 2 -TANSIYON OLGUMU iGIN IPUGLARI - - R6,LR6 yada AAAlkalin piller kullanin sarj @
- NEW LD TECHNOLOGIES USED 2 4. It is necessary to keep quiet during the measurement to get an accurate pressure will reac mmHg as in Fig.7; 88mmHg (diastolic pressure), according to the world health organiza- 3 PIL YERLESTIRME -~ - -nn-nmmmmmmmmommommomooooo edilebilir piller kullanmayin.
2. TIPS ON TAKING BLOOD PRESSURE MEASUREMENT — ~ ~~ =~ -~~~ 2 reading. Measurement should be conducted in a quiet environment at room m— tion standard, your blood pressure level is Mild Hypertension. 1. Warranty for this automatic digital blood pressure monitor is 24 months 4 -DOGRU OLCUM POZISYONU - Avni tip piller kullanin
3. BATTERY INSTALLATION - - - - - - - - - - - - - - - - - - - — - 3 temperature. Don’t eat or smoke before a measurement. This device is 5.5 88468 from the date of purchase. The 24 months warranty excludes the monitor 5 -SAAT TARIH AYARI ----------- - ynitip p N : P
4. CORRECT POSTURE FOR MEASUREMENT ~ — = = == = == = == = = = — — 3 supplied with the standard cuff which is fit for the arm size 22- 32 cm. Care Eé) Note: i . . . cuff. The wrist cuff is warranted for 12 months. 6 -OLCUM ESNASINDA «- - == === = <= mm o mm oo - Cihazi uzun sure kullanmayacaksaniz pilleri kil 1
5. SETTING THEDAYAND TIME ~ - - - - - - - -~ - -~ -~~~ — — — 3 should be taken to ensure that the cuff size is appropriate for the person = E> n E> { n 1_. If the systollq blood pressure and diastolic blood pressure fal! into 2. The warranty obligations are prescribed for by warranty certificate for buyer. “OTOMATIK SISME === = - <<= = o oo e cikartin. Seki
6. CARRY OUTAMEASUREMENT - - - - - = - == == - - oo 3 whose blood pressure is being taken. Children and adults whose cuff size ] ] 1 different categories, the higher value should be taken for classification. 3.The addresses of organizations for guarantee maintenance are present in -KADEMELI SONME -~~~ = == === oo o oo oo oo - Zarar gérmus pilleri kullanmayiniz.
-AUTOMATIC INFLATION = = = = = == == == == == - — —m oo = o 4 falls outside the range of the standard and large cuff size must select i - 2. The WHO blood pressure classification indication in the device is only the warranty certificate.
- RAPID DEFLATION DURING MEASUREMENT- - - - - - - - - - - - — 4 special size cuffs. Please contact the dealer to get these special size cuffs. Fig.6 Fig.7 a reminder, it can not be regarded as the final diagnosis. 1 2

1 2 3 4 5




DOGRU OLGUM POZiSYONU

Sandalyeye oturun dirseginizi masanin
Uzerine yerlestirin sekil 2 deki gibi tansiyon
aletini bileginizden 1-2 cm.yukari olacak
sekilde bileginize takin.

Bileginizi desteklemek icin sekil 3 deki gibi
tasima kabindan destek alabilirsiniz.
Cihazin kalbinizle ayni hizada olmasina
dikkat edin kilifi bileginize iyice otutturun.
Eger elbisenin varsa elbisenizi ¢ikartin

sol bileginizden 6lgiim yapabilirsiniz.

TARIH VE SAAT AYARI
Cihaz 6l¢gim zamanini gésterme

T

Ozelliginesahiptir. Dogru saat ve tarih zamani ggzg%
icin cihazi kullanmadan 6nce asagidaki gibi |S&
tarih ve saat ayari yapiimalidir. g:'gfég g
1- Cihaz acildigi zaman sekil 4 deki gibi ekran :

o Sekil 4
goruntdlenir. =
2- M1 tusuna basin ve basili tutun daha sonra o
Ac¢ma Kapama tusuna basin ekranda sekil 5
deki gibi yil yanip sénecektir.
3- Rakami azaltmak veya cogaltmak icin M1 Sekil 5

yada M2 tuslarina basin.Ayari sonlandirmak
icin Agma Kapama tusuna basin.

4-Yil ayari bittikten sonra otomatik olarak ay yanip sénecektir
ay ayarini yapmak i¢in yukaridaki prosuduiru takip edin.

5 - Ayarlari sonlandirmak icin Agma Kapama tusuna basin.
Eger tarih ve zaman ayarlarini degistirmek istiyorsaniz 2,3,4
basamaklarini tekrarlayin.

Hatirlatma: Tarih zaman modunda iken cihazla ilgili
herhangi bir islem yapilmassa cihaz otomatik olarak 1
dk. sonra bekleme moduna gecger.

OLCUM ESNASINDA

1- Tansiyon aletini sol bileginize takin.Dogru él¢ciim pozisyonu
icin prosudurl takip edin.

2- Olgimden énce 3-5 defa derin nefes alin ve rahatlayin.
Konusmayin yada kolunuzu hareket ettirmeyin.

3- Acma Kapama digmesine basin ekran sekil 6 daki gibi
acllacaktir.

4- Agma Kapama dugmesine tekrar basin 2 sn.igerisinde tim
isaretler ekranda gorintulenecektir. Daha sonra 0 mmHg
ekranda gorintilenecektir. Pompa kilifi sisirmeye
baslayacaktir. Genel olarak sekil 7 deki gibi basing 190
mmHg ye kadar ulasir.

ooot %B“ESE.BBB
E%SBE = n= an
] 1] (] 1]
Sekil 6 Sekil 7
5- Sisme tamamlandiktan sonra tansiyon aleti
kademeli olarak sbnmeye baglar bu esnada tan- | l%iﬂ
siyon degeri ile nabiz ekranda gériintiilenir sekil 1
8 deki gibi Sekil 8

6- Kiliftaki hava hizli bir sekilde tamamen

séndugiinde ekranda tansiyon sonucu ve nabiz |%w (111
goruntulenir.M1 M2 sembolleri ekranda sonucu wu
kaydetmek igin gorintilenir.Sekil 9 = n
7- Olgiim sonucunu kaydetmek icin M1 yada M2 B0 u

tuslarina basin ekranda sekil 10 daki gibi 6lgim Sekil 9

zaman ve tarihi gorintilenir.Eger tusa [maz: (I

basmassaniz 6l¢iim sonucu kaydedilmez. " ]
% 0

basin.Diger bir dl¢im icin 3 dk.bekleyin cihazi

kullanmassaniz 3 dk.iginde otomatik olarak

8-Cihazi kapatmak icin Agma Kapama Tusuna
kapanir. Sekil 10

3

OTOMATIK SISME

Bu cihazda 4 farkl sisme basing seviyesi vardir:190 mmHg
230 mmHg ,270 mmHg ve 300 mmHg.

Eger cihaz 190 mmHg ye ulastiginda yeterli basing
alamassa otomatik olarak sismeye devam eder bu bir hata
degildir.

OLGUM ESNASINDA KADEMELI SONME

Eger 6lcim esnasinda kendinizi iyi hissetmiyor yada élgimi
durdurmak istiyorsaniz ¢ () * tusuna basiniz.Cihaz hizh bir
sekilde kilifdaki havayi bosaltir ve kendini bekleme moduna
alir.

HAFIZA FONKSIYONU

HAFIZA GORUNTULEME

1- Cihaz 90 Adet hafizaya sahiptir M1 ve M2 tuslarina
basilarak gorulebilir.Son 3 élgimin ortalamasini otomatik
olarak hesaplar.Hafiza doldugunda yeni 6lgiim sonucu en
son 6lgiim sonucu yerine kayit edilir.Piller ¢ikartildiginda
hafiza silinmez.

2- Olgiim bittiginde yada cihaz bekleme konumuydayken
hafizayr gérmek igin M1 yada M2 tusuna basin son 3 6lgu-
mun ortalamasini gérmek i¢gin M1 yada M2 tusuna

basin.Sekil 11.
D T |
A 'E%-"
% A0 |5
Sekil 11

3-Tuslara tekrar bastijinizda ekranda 01 goéruntulenecektir
bu yapilan en son 6lgimu gosterir.Sekil 12.

4- Tuslara tekrar bastiginizda ekranda 02 gorintilenir buda
yapilan 2. 6lgim sonucunu gozterir.

HAFIZA SILME @

Cihaz bekleme modundayken yada 6lgim i

bittiginde 5 sn. kadar M1 yada M2 tusuna |"a 'EU

basih =. 1]

tutun.Ekranda hafizanin silindigini gésteren | B 8“

CLR yazisi ¢ikacaktir .Sekil 13. Sekil 12
]
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Sekil 13

Diinya saglk orgiitiiniin belirlemis oldugu tansiyon
siniflandirma tablosu asagidaki gibidir.
Moderate Hypertension

L]
n
[] Mild Hypertension

M —— High-normal

I. Normal
]

Optimal
Ornek olarak biiyiik tansiyonunuz 145 mmHg,kiigiik tansi-
yonunuz 88 mmHg ise sizin tansiyonunuz orta yiiksek tansi-
yondur.

Severe Hypertension

00
d pressure (mmHg)

DUZENSIZ KALP ATISI GOSTERGESI

HBD-01 Model nolu tansiyon aleti dizensiz kalp atis goster-
gesi 6zelligine sahiptir.Cihaz diizensiz kalp atigini tespit
ettigi anda ekranda & semboll goruntilenir.

Not: Ekranda W sik sik goriintilendigine doktorunuza
basvurmanizi tavsiye ederiz.

HATA VE DUSUK PIL BILGISI

HATA OLASI NEDEN DOGRULMA YONTEMI
Kinf ya_nl|§ tak”rt‘@ Kilifi kolunuza diizgiin
yada cihazla baglantisi takdiginizdan yada cihaza dogru
tam degil. takdiginizdan emin olun

| E Olgum esnasinda hareket dlgiimi yenileyin.

rr ed"".’.'$ yada konusulmus Olgiimii talimatlara gére yapin.
M °|?b'|!r' Doktorunuza bagvurun.

Aritmi
Piller zayif Pilleri yenisi ile degistirin.

BAKIM MUHAFAZA TAMIR VE GERI DONUSUM

1.Cihazi toz,direk glines 1s131,s0k,cozelti,alkol ve benzin gibi
maddelerden uzak tutun.

2.Eger cihazi uzun sire kullanmayacaksaniz pilleri ¢ikartin
ve o sekilde muhafaza edin.

3.Kilifi sert cisimlerden uzak tutun,kilifi yirtmayin ve kilifa
zarar vermeyin.

4.Cihazi temizlemek igin yumusak ve kuru bez kullanin.
5.Kilif hassastir kilifi temizlemek igin bez yada kumas
kullanin.Kilifi temizlemek icin %3 oraninda hidrjen oksit
kullanarak kumas yardimi ile temizleyebilirsiniz.Kilifi Gtdl-
emeyin.

UYARI:KIlif icerisindeki naylonu yikamayin.

6.Cihaz ve piller evde imha i¢in uygun degildir evsel atik
degildir.Kullanim émri dolmus pil ve cihazlarin imhasi igin
yerel yetkililere bagvurun.

7.Cihazi tamir igin agmayin.Herhangi bir problemde yetkili
servisine basvurun.

8.Genel olarak cihazin dogrululuk oranini 2 yilda bir test
edilmesi gerekmeketedir.Bakim icin yetkili saticiya
basvurun.

UYARI: Yetkili saticinin izni olmadan cihazi tamir etmeye
calismayin

9.Kilifi kullanim esnasinda bakim amagli kurcalamayin.

HATALAR

HATA KONTROL cHzOMm

Piller takildiginda Yeni piller takin
Pilleri dogru kutuplarina
gobre takin

Pilleri kutuplarini temizleyin

Piller bitmis.
ekranda bir sey Pillerin kutuplari yanhs.

goruntllenmiyor. Pil kutuplar oksitlenmis.

Sisme duruyor ve Otomatik sisme dogrulamasi. | Otomatik sisme kontrol edin.

yeniden baslyor. Olgiim esnasinda konustunuz. Olciim esnasinda sessiz ve

Yada hareket ettinizmi. sakin olun.

Olg[]m sonucu gok Kilif kalbinizle ayni hizadami? | Olgiim pozisyonunuzu diizeltin.

yiksek yada gok dlstk. | ) ¢ 405y takitdimie Kilift dogru takin.
Kolunuzu 6lglim esnasinda Olglim esnasinda rahatlayin.
siktiniz mi?
Olglim esnasinda konustunuz | Sessiz ve sakin olun.
yada hareket ettiniz mi?
Olgiim esnasinda konustunuz | Sessiz ve sakin olun.
Nabiz ok diisiik yada yada hareket ettiniz mi?
ok yliksek. Spordan sonra mi 8lgiim Olgiimii dinlendikten 5 dk.sonra

yaptiniz. tekrar yapin.

Piller aniden bitiyor. Yanlis pil kullanimi. Dogru alkaline pil kullanin.

Cihaz otomatik kapaniyor. | Cihaz bu 6zellige sahip. Cihaz bu ézellige sahip.

Bu bir hata degil.

GARANTI SARTLARI
Cihazin garantisi 2 yildir garanti sartlari icin garanti belgesi
ayrica verilmigtir.
UYARI:
*Cihazi Uretici veya yetkili satici izni olmadan tamir etmeyin
*Cihazin tim ana bakim ve onarimlari yetkili satici yada
teknik servis tarafindan yapilmalidir.

OZELLIKLER

Model HBD-01
Ebat 66(L)x70(W)x30(H)mm
Agirhk Piller Haric 110 grm

Sayisal
300mmHg

40 dan 260 mmHg(Tansiyon)
40 dan 160 atig/dak. (nabiz)
3mmHg
5% nabiz dlglim

Olgiim Metodu

En Yiksek Basing

Olgiim Araligi

Olgiim Dogrulugu

Pompa Tarafindan Otomatik
Otomatik Elektronik Valf
2 adet AAx1.5V

+10 C dan +40 C ye %85 nem
ve alti 700 hPa dan 1060hPa

Sisme
Kademeli S6nme
Piller

Calisma sicaklik ve
Nem basing degerleri

Tasima ve muhafaza sicak
lik ve nem,basing degeri

-20 den +50 C,%85 ve alti,
500 hPa dan 1060 hPa

Kilif 12,5-20,5cm ebatinda standart kilif

Cihaz kilif,2xAA piller,

Komple set (opsiyonel),kutu,kullanim
kilavuzu,garanti belgesi
Derecesi Derece 2
Votaj agim kategorisi Kategori Il
Yiiksek Irtifa (m) <2000 m
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GARANTI BELGESI

Bu belge, 6502 sayil Tuketicinin Korunmasi Kanununa ait Garanti Belgesi Yonetmeligi esaslari dikkate

alinarak hazirlanmistir.

Belgenin Verilis Tarihi ve Sayisi :

Belgenin Gegerlilik Tarihi :

Yetkili imza/Kase :

Teslim Tarihi ve Yeri

Yetkili Imza / Kase

Bandrol ve Seri No

Uretici veya Ithalatci Firmanin: Satici Firmanin: Malin

Unvani : Hinkar Ecza ve Medikal San. Tic. Ltd. Sti. Unvani Cinsi : OTOMATIK BILEKTEN OLGER DIJITAL TANSIYON ALETI
Adresi : Akgesme Mah. 2019 Sok. No: 5 Merkezefendi/Denizli | Adresi Markasi : Nimo

Telefonu : +90 258 371 46 56 Telefon / Faks Modeli : LD-752

Faks : +90 258 372 06 81 e-posta Garanti Siiresi : 2 Y

e-posta : info@hunkarmedikal.com Fatura Tarih ve Sayisi Azami Tamir Siiresi : 30 Is Glnu

TUKETICININ GARANTI ILE ILGILI HAKLARI

zorunludur.

Kullanim hatasi

Garanti stresi, malin teslim tarihinden itibaren baslar ve 2 yildir. (Bu sure asgari 2 yildir)
Malin bitiin pargalari dahil olmak lizere tamami garanti slresince garanti kapsamindadir.
Kanunun 11.inci maddesinde tiiketiciye saglanan secimlik haklari;
1) Malin ayipl oldugunun anlasiimasi durumunda tlketici;

a) Satilani geri vermeye hazir oldugunu bildirerek sézlesmeden dénme,

b) Satilani alikoyup ayip oraninda satis bedelinden indirim isteme,

c¢) Asiri bir masraf gerektirmedigi takdirde, bitiin masraflari saticiya ait olmak Uizere satilanin Uicretsiz onarilmasini isteme,

¢) imkan varsa, satilanin ayipsiz bir misli ile degistirilmesini isteme,secimlik haklarindan birini kullanabilir. Satici, tiiketicinin tercih ettigi bu talebi yerine getirmekle yikimliidiir.
2) Ucretsiz onarim veya malin ayipsiz misli ile degistirimesi haklari iretici veya ithalatgiya karsi da kullanilabilir. Bu fikradaki haklarin yerine getirilmesi konusunda satict, tiretici ve ithalatgi miiteselsilen sorumludur. Uretici veya ithalatgi, malin - kendisi
tarafindan piyasaya surlilmesinden sonra ayibin dogdugunu ispat ettigi takdirde sorumlu tutulmaz.
3) Ucretsiz onarim veya malin ayipsiz misli ile degistirilmesinin satici icin orantisiz giililkleri beraberinde getirecek olmasi halinde tilketici, s6zlesmeden dénme veya ayip oraninda bedelden indirim haklarindan birini kullanabilir. Orantisizligin tayininde
malin ayipsiz degeri, ayibin dnemi ve diger secimlik haklara bagvurmanin tiketici agisindan sorun teskil edip etmeyecegi gibi hususlar dikkate alinir.
4) Ucretsiz onarim veya malin ayipsiz misli ile degistirilmesi haklarindan birinin segilmesi durumunda bu talebin saticiya, Ureticiye veya ithalatgiya yéneltiimesinden itibaren azami otuz is glinii, konut ve tatil amagl tasinmazlarda ise altmis is giinii iginde
yerine getirilmesi zorunludur. Ancak, bu Kanunun 58 inci maddesi uyarinca ¢ikarilan yénetmelik eki listede yer alan mallara iliskin, tiketicinin Ucretsiz onarim talebi, ydnetmelikte belirlenen azami tamir siresi iginde yerine getirilir. Aksi halde tlketici diger
secimlik haklarini kullanmakta serbesttir.
5) Tiketicinin sézlesmeden dénme veya ayip oraninda bedelden indirim hakkini se¢tigi durumlarda, 6demis oldugu bedelin timi veya bedelden yapilan indirim tutari derhal tiketiciye iade edilir.
6) Secimlik haklarin kullaniimasi nedeniyle ortaya ¢ikan tim masraflar, tiketicinin sectigi hakki yerine getiren tarafgca karsilanir. Tuketici bu segimlik haklarindan biri ile birlikte 11/1/2011 tarihli ve 6098 sayili Tlrk Borglar Kanunu hikiimleri uyarinca
tazminat da talep edebilir.
Tiketicinin diger haklar
1) Tiketicinin, Gcretsiz onarim hakkini kullanmasi halinde malin;

a) Garanti sUresi iginde tekrar arizalanmasi,

b) Tamiri icin gereken azami strenin agiimasi,

¢) Tamirinin mimkdin olmadiginin, yetkili servis istasyonu, satici, Uretici veya ithalatci tarafindan bir raporla belirlenmesi, durumlarinda; tiiketici malin bedel iadesini, ayip oraninda bedel indirimini veya imkan varsa malin ayipsiz misli ile

degistirilmesini saticidan talep edebilir. Satici, tiketicinin talebini reddedemez. Bu talebin yerine getirilmemesi durumunda satici, Uretici ve ithalatgi miteselsilen sorumludur.
2) Malin ayipsiz misli ile degistirilmesinin satici igin orantisiz glglikleri beraberinde getirecek olmasi halinde tlketici, sézlesmeden dénme veya ayip oraninda bedelden indirim haklarindan birini kullanabilir. Orantisizhigin tayininde malin ayipsiz degeri,
ayibin dnemi ve diger secimlik haklara basvurmanin tiiketici agisindan sorun teskil edip etmeyecegi gibi hususlar dikkate alinir.
3) Tiketicinin s6zlesmeden dénme veya ayip oraninda bedelden indirim hakkini segtigi durumlarda, satici, malin bedelinin timini veya bedelden yapilan indirim tutarini derhal tiketiciye iade etmek zorundadir.
4) Tuketicinin, malin ayipsiz misli ile degistirilmesi hakkini segcmesi durumunda saticl, Uretici veya ithalat¢inin, malin ayipsiz misli ile degistiriimesi talebinin kendilerine bildiriimesinden itibaren azami otuz is glinl icerisinde, bu talebi yerine getirmesi

5) Birinci fikranin (c) bendinde belirtilen raporun, arizanin bildirim tarihinden itibaren o mala iliskin azami tamir siresi icerisinde diizenlenmesi zorunludur.
Ucretsiz onarim isteme hakki
1) TUketicinin, Kanunun 11 inci maddesinde yer alan secimlik haklarindan Ucretsiz onarim hakkini segmesi durumunda satici; isgilik masrafi, degistirilen parca bedeli ya da baska herhangi bir ad altinda higbir Ucret talep etmeksizin malin onarimini yapmak
veya yaptirmakla yakumludur.
2) Tiketici, Ucretsiz onarim hakkini Uretici veya ithalatgiya karsi da kullanabilir. Saticl, Uretici ve ithalatgl, tlketicinin bu hakkini kullanmasindan miteselsilen sorumludur.
Degistirilen malin garanti siiresi
1) Garanti uygulamasi sirasinda degistirilen malin garanti siresi, satin alinan malin kalan garanti siiresi ile sinirhdir.

1) Tlketicinin mali tanitma ve kullanma kilavuzunda yer alan hususlara aykiri olarak kullanmasindan kaynaklanan arizalarda garanti sartlar uygulanmaz.

2) Arizalarda kullanim hatasinin bulunup bulunmadiginin, yetkili servis istasyonlari, yetkili servis istasyonunun mevcut olmamasi halinde sirasiyla; malin saticisi, ithalatgisi veya ureticisinden birisi tarafindan mala iliskin azami tamir slresi icerisinde
dlzenlenen raporla belirlenmesi ve bu raporun bir nishasinin tiiketiciye verilmesi zorunludur.
3) Tiketiciler, ikinci fikrada belirtilen rapora iliskin olarak bilirkisi tarafindan tespit yapilmasi talebiyle uyusmazligin parasal degerini dikkate alarak tiketici hakem heyetine veya tiiketici mahkemesine basvurabilir.
Tuketici sikayet ve itirazlarini Tliketici Hakem Heyetine veya Tiketici Mahkemesine basvurabilir.




